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Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
D Target * Limits Limits

Sample: Non Potable Water Purgeables

Benzene ** ug/L 8513 USGS 51.9 436" 35.3-51.7 31.2-55.8 Check For Error
EPA Code: N/A 0-4127-96 111 passed out of 114 reported results.
Bromodichloromethane ** ug/L 8513 USGS 36.3 26.9 21.6-33.3 18.7 -36.2 Unsatisfactory <==
EPA Code: N/A 0-4127-96 98 passed out of 102 reported resulls.
Bromoform ** ug/L 8513 USGS 81.3 736" 56.6 - 92.6 47.7 - 102 Satisfactory
EPA Code: N/A 0-4127-96 99 passed out of 102 reported resuits.
cis-1,3-Dichloropropene ug/L 8513 USGS <05 <15.0* Satisfactory
EPA Code: N/A O-4127-96 98 passed out of 99 reported results.
Carbon tetrachloride ** ug/L 8513 USGS 69.4 570" 39.0-70.0 31.2-77.8 Satisfactory
EPA Code: N/A 0-4127-96 98 passed out of 100 reported results.
Trichiorotiucivimethansg uglt 8513 USGS <0.8 <20.0" Satisfaciury
EPA Code: N/A 0-4127-96 97 passed out of 99 reported resuls.
Chiorobenzene ** ug/L 8513 USGS 72.3 63.6 " 51.5-74.0 45.9-79.7 Satisfactory
EPA Code: N/A 0-4127-96 108 passed out of 110 reported results.
Dibromochioromethane ** ugfL 8513 USGS 67.3 56.8 * 44.9 - 69.3 38.8-75.4 Satisfactory
EPA Code: N/A 0-4127-96 96 passed out of 99 reported resuils.
Chloroethane ug/L 8513 USGS <12 <200~ Satisfactory
EPA Code: N/A 0-4127-96 96 passed out of 99 reported resulls.
Chloroform ** ug/l 8513 USGS 19.7 15.6 * 12.4-19.5 10.7-21.3 Check For Error
EPA Code: N/A 0-4127-96 99 passed out of 103 reported resuits.
Ethyl benzene ** ugL 8513 USGS 769 667" 52.4-78.2 46.0-84.6 Satisfactory
EPA Code: N/A 0-4127-96 107 passed out of 113 reported resulls.
Methylene chloride ** ug/ 8513 USGS 59.0 491" 36.5-62.3 30.0-68.8 Satisfactory

0-4127-96

EPA Code: N/A

95 passed out of 102 reported results.



